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IMPORTANT NOTICES AND DISCLAIMERS CONCERNING NFPA® STANDARDS 

NOTICE AND DISCLAIMER OF LIABILITY CONCERNING THE USE OF NFPA STANDARDS

NFPA® codes, standards, recommended practices, and guides (“NFPA Standards”), of which the document 
contained herein is one, are developed through a consensus standards development process approved by 
the American National Standards Institute. This process brings together volunteers representing varied 
viewpoints and interests to achieve consensus on fire and other safety issues. While the NFPA administers 
the process and establishes rules to promote fairness in the development of consensus, it does not 
independently test, evaluate, or verify the accuracy of any information or the soundness of any judgments 
contained in NFPA Standards.

The NFPA disclaims liability for any personal injury, property, or other damages of any nature 
whatsoever, whether special, indirect, consequential or compensatory, directly or indirectly resulting from 
the publication, use of, or reliance on NFPA Standards. The NFPA also makes no guaranty or warranty as 
to the accuracy or completeness of any information published herein.

In issuing and making NFPA Standards available, the NFPA is not undertaking to render professional or 
other services for or on behalf of any person or entity. Nor is the NFPA undertaking to perform any duty 
owed by any person or entity to someone else. Anyone using this document should rely on his or her own 
independent judgment or, as appropriate, seek the advice of a competent professional in determining the 
exercise of reasonable care in any given circumstances.

The NFPA has no power, nor does it undertake, to police or enforce compliance with the contents of 
NFPA Standards. Nor does the NFPA list, certify, test, or inspect products, designs, or installations for 
compliance with this document. Any certification or other statement of compliance with the requirements 
of this document shall not be attributable to the NFPA and is solely the responsibility of the certifier or 

maker of the statement.

See ALERT

ALERT: THIS STANDARD HAS BEEN MODIFIED BY A TIA OR ERRATA

Users of NFPA codes, standards, recommended practices, and guides (“NFPA Standards”) should 
be aware that NFPA Standards may be amended from time to time through the issuance of a Tentative 
Interim Amendment (TIA) or corrected by Errata. An official NFPA Standard at any point in time consists 
of the current edition of the document together with any TIAs and Errata then in effect.

To determine whether an NFPA Standard has been amended through the issuance of TIAs or corrected 
by Errata, go to www.nfpa.org/docinfo to choose from the list of NFPA Standards or use the search feature 
to select the NFPA Standard number (e.g., NFPA 13). The document information page provides up-to-
date document-specific information as well as postings of all existing TIAs and Errata. It also includes the 
option to register for an “Alert” feature to receive an automatic email notification when new updates and 
other information are posted regarding the document.

REVISION SYMBOLS IDENTIFYING CHANGES FROM THE PREVIOUS EDITION

Text revisions are shaded. A Δ before a section number indicates that words within that section were 
deleted and a Δ to the left of a table or figure number indicates a revision to an existing table or figure. 
When a chapter was heavily revised, the entire chapter is marked throughout with the Δ symbol. Where 
one or more sections were deleted, a • is placed between the remaining sections. Chapters, annexes, 
sections, figures, and tables that are new are indicated with an N .

Note that these indicators are a guide. Rearrangement of sections may not be captured in the markup, 
but users can view complete revision details in the First and Second Draft Reports located in the archived 
revision information section of each code at www.nfpa.org/docinfo. Any subsequent changes from the 
NFPA Technical Meeting, Tentative Interim Amendments, and Errata are also located there.
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ADDITIONAL NOTICES AND DISCLAIMERS

Updating of NFPA Standards

Users of NFPA codes, standards, recommended practices, and guides (“NFPA Standards”) should be aware that these
documents may be superseded at any time by the issuance of new editions or may be amended from time to time through the
issuance of Tentative Interim Amendments or corrected by Errata. An of�cial NFPA Standard at any point in time consists of
the current edition of the document together with any Tentative Interim Amendments and any Errata then in effect. In order
to determine whether a given document is the current edition and whether it has been amended through the issuance of
Tentative Interim Amendments or corrected through the issuance of Errata, consult appropriate NFPA publications such as the
National Fire Codes® Subscription Service, visit the NFPA website at www.nfpa.org, or contact the NFPA at the address listed
below.

Interpretations of NFPA Standards

A statement, written or oral, that is not processed in accordance with Section 6 of the Regulations Governing the
Development of NFPA Standards shall not be considered the of�cial position of NFPA or any of its Committees and shall not
be considered to be, nor be relied upon as, a Formal Interpretation.

Patents

The NFPA does not take any position with respect to the validity of any patent rights referenced in, related to, or asserted in
connection with an NFPA Standard. The users of NFPA Standards bear the sole responsibility for determining the validity of
any such patent rights, as well as the risk of infringement of such rights, and the NFPA disclaims liability for the infringement
of any patent resulting from the use of or reliance on NFPA Standards.

NFPA adheres to the policy of the American National Standards Institute (ANSI) regarding the inclusion of patents in
American National Standards (“the ANSI Patent Policy”), and hereby gives the following notice pursuant to that policy:

NOTICE: The user’s attention is called to the possibility that compliance with an NFPA Standard may require use of an
invention covered by patent rights. NFPA takes no position as to the validity of any such patent rights or as to whether such
patent rights constitute or include essential patent claims under the ANSI Patent Policy. If, in connection with the ANSI Patent
Policy, a patent holder has �led a statement of willingness to grant licenses under these rights on reasonable and
nondiscriminatory terms and conditions to applicants desiring to obtain such a license, copies of such �led statements can be
obtained, on request, from NFPA. For further information, contact the NFPA at the address listed below.

Law and Regulations

Users of NFPA Standards should consult applicable federal, state, and local laws and regulations. NFPA does not, by the
publication of its codes, standards, recommended practices, and guides, intend to urge action that is not in compliance with
applicable laws, and these documents may not be construed as doing so.

Copyrights

NFPA Standards are copyrighted. They are made available for a wide variety of both public and private uses. These include
both use, by reference, in laws and regulations, and use in private self-regulation, standardization, and the promotion of safe
practices and methods. By making these documents available for use and adoption by public authorities and private users, the
NFPA does not waive any rights in copyright to these documents.

Use of NFPA Standards for regulatory purposes should be accomplished through adoption by reference. The term
“adoption by reference” means the citing of title, edition, and publishing information only. Any deletions, additions, and
changes desired by the adopting authority should be noted separately in the adopting instrument. In order to assist NFPA in
following the uses made of its documents, adopting authorities are requested to notify the NFPA (Attention: Secretary,
Standards Council) in writing of such use. For technical assistance and questions concerning adoption of NFPA Standards,
contact NFPA at the address below.

For Further Information

All questions or other communications relating to NFPA Standards and all requests for information on NFPA procedures
governing its codes and standards development process, including information on the procedures for requesting Formal
Interpretations, for proposing Tentative Interim Amendments, and for proposing revisions to NFPA standards during regular
revision cycles, should be sent to NFPA headquarters, addressed to the attention of the Secretary, Standards Council, NFPA, 1
Batterymarch Park, P.O. Box 9101, Quincy, MA 02269-9101; email: stds_admin@nfpa.org.

For more information about NFPA, visit the NFPA website at www.nfpa.org. All NFPA codes and standards can be viewed at
no cost at www.nfpa.org/docinfo.
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NFPA® 99

Health Care Facilities Code

2018 Edition

This edition of NFPA 99, Health Care Facilities Code, was prepared by the Technical Committees on
Electrical Systems, Fundamentals, Health Care Emergency Management and Security, Hyperbaric
and Hypobaric Facilities, Mechanical Systems, Medical Equipment, and Piping Systems, released by
the Correlating Committee on Health Care Facilities, and acted on by NFPA at its June Association
Technical Meeting held June 4–7, 2017, in Boston, MA. It was issued by the Standards Council on
August 17, 2017, with an effective date of September 6, 2017, and supersedes all previous editions.

This document has been amended by one or more Tentative Interim Amendments (TIAs) and/or
Errata. See “Codes & Standards” at www.nfpa.org for more information.

This edition of NFPA 99 was approved as an American National Standard on September 6, 2017.

Origin and Development of NFPA 99

The idea for this document grew as the number of documents under the original NFPA
Committee on Hospitals grew. By the end of 1980, there existed 12 documents on a variety of
subjects, 11 directly addressing �re-related problems in and about health care facilities. These
documents covered health care emergency preparedness, inhalation anesthetics, respiratory therapy,
laboratories in health-related institutions, hyperbaric facilities, hypobaric facilities, inhalation
anesthetics in ambulatory care facilities, home use of respiratory therapy, medical–surgical vacuum
systems in hospitals, essential electrical systems for health care facilities, safe use of electricity in
patient care areas of health care facilities, and safe use of high-frequency electricity in health care
facilities.

A history on the documents that covered these topics can be found in the “Origin and
Development of NFPA 99” in the 1984 edition of NFPA 99. What was then the Health Care Facilities
Correlating Committee reviewed the matter beginning in late 1979 and concluded that combining
all the documents under its jurisdiction would be bene�cial to those who used those documents, for
the following reasons:

(1) The referenced documents were being revised independently of each other. Combining all
the individual documents into one document would place all of them on the same revision
cycle.

(2) It would place in one unit many documents that referenced each other.
(3) It would be an easier and more complete reference for the various users of the document

(e.g., hospital engineers, medical personnel, designers and architects, and the various types
of enforcing authorities).

To learn if this proposal was desired or desirable to users of the individual documents, the
Committee issued a request for public comments in the spring of 1981, asking whether purchasers of
the individual documents utilized more than one document in the course of their activities and
whether combining these individual documents would be bene�cial. Seventy-�ve percent of
responses supported such a proposal, with 90 percent of health care facilities and organizations
supportive of it. Based on this support, the Correlating Committee proceeded with plans to combine
all the documents under its jurisdiction into one document.

In January, 1982, a compilation of the latest edition of each of the 12 individual documents under
the jurisdiction of the correlating committee was published. It was designated NFPA 99, Health Care
Facilities Code. The correlating committee also entered the document into the revision cycle reporting
to the 1983 Fall Meeting for the purpose of formally adopting the document.

For the 1984 edition of NFPA 99, in addition to technical changes, administrative and
organizational changes were made.
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For the 1987 edition of NFPA 99, the third and �nal step in the process of combining the previous individual documents
took place — that of integrating the content of these individual documents into a cohesive document. In addition, there were
again technical changes made. The 1987 edition also saw the incorporation of NFPA 56F, Standard on Non�ammable Medical
Piped Gas Systems, into NFPA 99.

For the 1990 edition of NFPA 99, some structural changes were made and some modi�ers were added to make it easier to
determine where requirements are applicable. Technical changes made included correlation with NFPA 101®, Life Safety Code®,
changes for compressed medical air systems on the use of gas-powered medical devices operating at a gauge pressure of 200 psi
and piped gas systems in general, clari�cation that patient care areas and wet locations are mutually exclusive, and further
guidance on the effects of a disaster on staff.

For the 1993 edition of NFPA 99 there were further efforts to make the document more user-friendly (e.g., placing all
“recommended” guidance either in notes or in the appendix). Signi�cant technical changes included adding requirements
and recommendations to further prevent or minimize �res in operating rooms. There were also major changes to
requirements for installing, testing, inspecting, verifying, and maintaining non�ammable medical piped gas systems. New
sections on dental compressed air and dental vacuum requirements were added. For the 1996 edition of NFPA 99, further
changes to make the document more user-friendly were made. These included restructuring Chapters 3 and 4 so that all
requirements for a Type 1, 2, or 3 essential electrical system, or a Level 1, 2, 3, or 4 piped gas or vacuum system, were contained
in one section.

Other technical changes included moving requirements on �ammable anesthetizing locations and the use of �ammable
inhalation anesthetics to a new Appendix 2. The subject of emergency preparedness was changed from guidance to a new
chapter containing requirements. A new chapter on home health care was added. Requirements for storage rooms containing
gas cylinders and containers totaling less than 3000 ft3 were also added. For the 1999 edition, some signi�cant technical and
structural changes were made. Chapters on ambulatory health care centers, clinics, and medical/dental of�ces, were replaced
completely by a new Chapter 13 covering health care facilities other than hospitals, nursing homes, and limited care facilities
as de�ned in the document. A new chapter on freestanding birthing centers was added.

The 2002 edition included format and technical revisions. The Manual of Style for NFPA Technical Committee Documents, April
2000 edition, was applied to the document, resulting in changes to its structure and format. Introductory material in Chapter 1
was formatted for consistency among all NFPA documents. Referenced publications that apply to the document were relocated
from the last chapter to Chapter 2, resulting in the renumbering of chapters. Informational references remained in the last
annex. Appendices were designated as annexes. De�nitions in Chapter 3 were reviewed for consistency with de�nitions in
other NFPA documents, were systematically aligned, and were individually numbered. Paragraph structuring was revised with
the intent of one mandatory requirement per section, subsection, or paragraph. Information that often accompanied many of
the requirements was moved to Annex A, Explanatory Material. Exceptions were deleted or rephrased in mandatory text,
unless the exception represented an allowance or required alternate procedure to a general rule when limited speci�ed
conditions existed. The reformatted appearance and structure provided continuity among NFPA documents, clarity of
mandatory text, and greater ease in locating speci�c mandatory text.

The occupancy Chapters 13–21 stated what is required, while Chapters 4–12 prescribed how those requirements are
achieved. Each chapter began with a section explaining applicability. Information concerning the nature of hazards was moved
to Annex B. Annexes A and C retained explanatory information, and Annexes 1 and 2 became Annexes D and E.
Informational references were in Annex F.

The changes made to the 2005 edition were mainly for clarity and were editorial in nature. A centralized computer was
allowed to be used in lieu of one of the master alarms for medical gas and vacuum systems. Stainless steel tubing was added as
an approved material for vacuum systems.

The 2012 edition went through a major overhaul. The premise of an occupancy-based document was modi�ed to become a
risk-based document. NFPA 99 was changed to a “code” instead of a “standard” to re�ect how the document is used and
adopted. This change was made to re�ect how health care is delivered. The risk to the patient does not change for a given
procedure. If the procedure is performed in a doctor’s of�ce versus a hospital, the risk remains the same. Therefore, NFPA 99
eliminated the occupancy chapters and transitioned to a risk-based approach. New Chapter 4 outlined the parameters for this
approach. The Code now re�ected the risk to the patient in de�ned categories of risk.

Chapter 5, Gas and Vacuum Systems, went through some editorial changes in the 2012 edition as well as adding new
material on the testing and maintenance of gas and vacuum systems. In addition, the administrative details for care,
maintenance, and handling of cylinders moved to chapters under the responsibility of the new Technical Committee on
Medical Equipment. Several new chapters were added for the 2012 edition on Information Technology and Communications
Systems; Plumbing; Heating, Ventilation, and Air Conditioning; Security Management; and Features of Fire Protection. Many
of these systems were not previously addressed by NFPA 99. These are important systems and protection features in health care
and needed to be addressed. The Technical Committees on Gas Delivery Equipment and the Technical Committee on
Electrical Equipment were combined into a single Technical Committee on Medical Equipment. The hyperbaric chapter had
relatively minor changes for clarity.
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The 2015 edition of NFPA 99 built upon the major change that the 2012 edition presented. The way that risk categories are
de�ned was revised to be more inclusive, and the categories could now be applied to equipment and activities, rather than
being applicable only to chapters that deal with systems. The requirements for Category 3 medical gas and vacuum systems,
while originally aimed speci�cally for dental applications, were expanded to include the possibility that other gases might fall
under Category 3, based on the facility’s risk assessment.

The Technical Committee on Electrical Systems continued the task of correlating requirements with NFPA 70®, National
Electrical Code®, and Chapter 6, and they removed the requirements for Level 3 essential electrical systems (EES), determining
that if there was not a need for a Level 1 or 2 EES, then the requirements in NFPA 70 that apply to all buildings would provide
the necessary level of safety. Each of the technical committees made a concerted effort to speci�cally identify how each chapter
was to apply to existing buildings or installations and to list the sections that applied.

The 2018 edition of the code features numerous technical changes as well as provisions for new technologies and materials.
Some of the most major or noteworthy changes are as follows:

(1) The requirements addressing the risk assessment in Chapter 4 have been revised to clarify the responsibility for
conducting a risk assessment and determining risk categories. It further stresses, through annex language, that
determining risk should be a collaborative effort.

(2) Chapter 5 includes requirements that now allow for the use of oxygen concentrators as central supply sources for
piped systems.

(3) Corrugated medical tubing is now a permitted material for medical gas and vacuum systems.
(4) Chapter 6 has been reorganized to be structured in a more logical manner. This better groups related requirements

and allows for the deletion of duplicated requirements for different types of EES.
(5) Chapter 7 now includes requirements for wireless phone and paging integration as well as for clinical information

systems.
(6) Chapter 14 has compiled all of the requirements for inspection, testing, and maintenance for hyperbaric facilities into

one section.
(7) A new Chapter 15, Dental Gas and Vacuum Piping Systems, was added to the Code. After several editions of trying to

work the requirements for dental systems into Chapter 5, it was decided to create a chapter dedicated to the
application of piped gas and vacuum systems for these systems that do not always readily fall under the requirements
for medical gas and vacuum as addressed in Chapter 5.
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This list represents the membership at the time the Committee was balloted on the �nal text of this edition.
Since that time, changes in the membership may have occurred. A key to classi�cations is found at the
back of the document.

NOTE: Membership on a committee shall not in and of itself constitute an endorsement of
the Association or any document developed by the committee on which the member serves.

Committee Scope: This Committee shall have primary responsibility for documents that
contain criteria for safeguarding patients and health care personnel in the delivery of health
care services within health care facilities: a) from �re, explosion, electrical, and related
hazards resulting either from the use of anesthetic agents, medical gas equipment, electrical
apparatus, and high frequency electricity, or from internal or external incidents that disrupt
normal patient care; b) from �re and explosion hazards; c) in connection with the use of
hyperbaric and hypobaric facilities for medical purposes; d) through performance,
maintenance and testing criteria for electrical systems, both normal and essential; and e)
through performance, maintenance and testing, and installation criteria: (1) for vacuum
systems for medical or surgical purposes, and (2) for medical gas systems; and f) through
performance, maintenance and testing of plumbing, heating, cooling , and ventilating in
health care facilities.
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This list represents the membership at the time the Committee was balloted on the �nal text of this edition.
Since that time, changes in the membership may have occurred. A key to classi�cations is found at the
back of the document.

NOTE: Membership on a committee shall not in and of itself constitute an endorsement of
the Association or any document developed by the committee on which the member serves.

Committee Scope: This Committee shall have primary responsibility for documents or
portions of documents covering the minimum requirements for performance, testing,
maintenance, operations, and failure management of electrical systems, low voltage systems,
wireless technologies, informatics, and telemedicine to safeguard patients, staff, and visitors
within health care facilities based on established risk categories.
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